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TUCSON POLICE DEPARTMENT
CRIME LABORATORY /W
The undersigned Quality Assurance Specialist. having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000
inspection, and having performed such inspections on Intoxilyzer 5000
#. i _Serial # (-0 0?‘0!? _certifies by her signature:
on ggﬂaff _with aresult of 8.0F AC. .97 ( AC.

and on ﬁ'},—ﬂfﬁ’f _with a result of A0ZFFAC. 0.0F7AC.

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC. to _0.090 AC) . as defined by R9-14-404.A.3.

No problems were reported concerning this instrument between these

Gerne oo

Irene Doran

two dates.

ADPS QAS Permit #QAS 29586 (issue date 01/03/2004)
SUBSCRIBED AND SWORN to before me

this _JT . day GfQPE‘, I 200Y.

NmEﬁ Public E] =

CEFICIAL SEAL
KATHY A. KINNEY
WOTER T ELIC - ABIZONA
2IMA COUNTY

= Ealvay SEpU L, EOOM
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EXHIBIT Q 5

THIBE REFORT PREPARED PURSUANT TQ DUTY IMPOEED BY
A.A.C. R3-14-404(3)

ARTZONA DETARTHMENT OF HEEALTHE HERVICES

STANDARD QUALITY AEEUﬁleV PROCEDTURES Qﬁ
INTOIILYZER HODEL 5000%

INTOXILYZER SERTAL # @@— 004D ({;-j} LDCATIGH DL{E }JQ
DATE ﬁéﬁ%@-&é ¥ 200Y% TIME Y — [ FF
/Aarin 25 oo =<y j
Vi~ Display reads "READY TQ START" or H"PUSH BUTTON TO START
DEST"

DTIAGHAQSTIC TESTS
A= DVM Tast check. Setting should he hatween .200 apnd
' .B800. HMode salection switch S2 on, 51 and S3 off ar
keyboard menu selection "H". Reading is -#¥&
kzéij Display Test check. Mode selection switch 51 on and S2
and 53 oif or keybeoard menu selectian "VU.
Eé‘fg_r Frintar Test check. Mode selection switeh S1, S22, s3
oL or keyboard menu salection "B".
A Clock time check. Mode selaction switch 510 on ar
Xevboard menu ssalection "E!. -
tﬁi& Date chack. Mode selection switch S11 on or keyboard
ection “E".

CPERATICHAT TESTS
Alcohol free subject Test result g. 000 AC
Error recognition logic system functioning
s Invalid test printed
et Proper sample rescagnition systsm
' Invalid sample printad.g—

) Deficient sample printedZAl
N/A Completeness of sample purge with collection tube##

; ZEE calibration standa;a 0.80%0 _P.C
Results: 0. 0FeAC « o.DFLAC /
vESY No

Instrument operating properly and accurately.

COMMHENTS

SIGNATURE Qir@ Z M

Nfﬁipalumhcl concentration standard collected for subseguent
~analysis.*=
=
*WITHE OR WITHOUT VAPOR RECIRCULATION AND WITE OR WITHOQUT KEYBOARD

**THIZ BTEP IS5 ONLY REQUIRED IF THIS DEVICE IS BEING USED FOR
BAMFLE CRPTURE.

DHS/DSLS/Form C117(Rev.7-93)
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Tucson Police Department Crime Laboratory
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ETHIBIT P KT

THEIS REFPORT PREPARED PURBSUANT TGO DUTY IXPQOBED BY
A.ALC. RG—-14=-404 (A)

ARIZONA DEPARTMENT OF EHEALTH BERVICES

STANDARD QUALITY ASSURANCE Paoczungrﬁ,\
INTOXILYZER MODEL 5000* \

STANDARD CALIBRATION CHECK FROCEDOURE

Agency _Tucson Police Denartment Date k_g,{ozzﬁ'{ﬁ?‘“f Tine 3-9-?9'5

Tntoxilyzer Serialf -0 Location _ DUYL HQ
QA Specialist _ Lrene Loran 331
(Print/Name)
~§Aqﬁ 1. Pour a standard alcchol sglutian of known value into a

clean éry simulator jar and assemble the simulator.
Thsure that a tight seal has Dbesn made.
standard value: 0.0%b AC

A5 2. Turn on the simulator and s2llow the temperature tao
reach 34°C+.2°C.

(3. 'Set Tntoxilyzer moda selection in tha ACA mode by
ewitching mode selection switch #9 on or selecting "C"

on keyboard menu.
LAgTT 4- Attach simulateor to the cimulator entrance port on the
Intoxilyzer.

Hﬂh—ifQIT'E‘ Intoxilyzer 5000 display reads "REANDY TO START" or

“fbrﬁ4ﬁj"5. Push Sktart Test button or PIE
At &Y T Tnsert card in rssponss to di

"PUSH BUTTON".

hg%r{hﬁﬁxﬂa. Air blank completed.

D calibration check complested.

Test results 0. 0706 +08Fe AC :

\4¢xjihﬁa$‘lﬂ- Air blank completed.

—~

Afﬁhﬁcr.ll' Whan display reads Test Complete remove evidance card.

Attach the card to the completed checklist.
wF4ry 12. Return mode selection switeh #3% to off position after
: 21l calibration checks are complete or type Q and entar

STGNATURE @W
[ g

*HITE O WITHOUT VAFPOR RECIRCULATION AND WITE OR WITEQUT KEXYBOAERD

DES/DSLS/Ferm C116 (Rav.7-93)
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TEIS REPORT PREPARED PURSUANT TQ DUTY IMPOSED By
A.A.C. R9-14-404 (A}

ARLIONA DEPARTMENT OQF EEBALT

i
m
|1.

STAXNDARD QUALITY ASSURANCE DROCZOGRES /(%
INTOQIILYZER HOD=T, SQT0w

QA SPECIALIST /€ Dafﬁﬁ(%ﬁiL

ucson Polic

i

' =Ti1TC
INTOXILYZER SERIAL #bP-050/% (‘ﬁ’?) Lar;:::g;fjjﬁﬁ;ﬁ}%i
DATE 7{3:67! = - RO0T ~ Tivz  JR 45 —
fﬁﬂ{Tr Display readshizzlﬂv TO STAITY ar "IUsy 3TTDTON 76 em ]
B = s = Llaml oL susd BUTTICN TGO STAamT
DIAGNOSTIC TESTS
=% = DV Test check. Satting should be batwesn .200 ang
i .800. HMode selsction swlzzn S2 on, 51 and 53 off or
_ keyboard menu sslaction "H". Deading is . :
~5 Diswnlay Test check. Moda shlec:;mw é";zcn 51 on ang 52
and §3 off or kevboard menu salectign "V,
_lqﬁit: Printar Test check. Mode szlection switeh 81, S22 853
aff or Keyboard weny selectionm "2
Eggﬁ Clock time check. Mode salsction switch 510 on oo
keyboard menu sslection "I, :
~EUT Date check. Mode selection switch 511 on gor kevboard
manl sSaelactigpn "EY

OPFERATTIONAT, TESTS
o Alcohal free subject Test rasult
Error recognition laogic system fu
Invalid ©

BISE 7

200 AC
ictioning

"‘.ICI

o

roper sample recognition systam
Invalid sample printed —So—
Deficient sample printed="Ay
N/ A Completeness of sample purge with collection tube=*x
Calibration standard 0.0§0 AC
Results: 0:¢FFAC T B, 05 AC—
Lnstrument operating properly and accurately. YESSZHO

H

=

COMHENTS :

SIGNATURE W /ﬂa@’}c@.ﬁ

Q{Qf&' alcohol concentration standard collected for subsequent
analysis. «&

*WITH OR WITHOUT VAFPOR RECIRCULATION AND WITE OR WITHOUT KEYBOARD
*+THETH STEY? IS ONLY:REQUIRED IFP THIS DEVICE IE EBEEINC USED FOR
SRWPLE CRAPTURE.

DHS/DSLS/Form C117(Rev.7-33)
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Tucson Police Department Crime Laboratory,%

-Iwmuuu.ulir — —

ANEING A0 38R

Ei

/

[

R LM LN INNH LS S HET AR O

rl

ey

-,
r{....
S0 HD TN HOIDW R0 &8 TeRDTE Mo - _ -

—p i A0 GEEe @ 1_
Q113 LN INTVINHISHY GUSTAINOLM

TR

-

el M Vil 1 T

£EY

P A

1£€9)

RN {5 o R AT S S TR o g LR
AT LN — iwrd S CIAras
_
|
|
ey
 (og T G " ANBEN 81 i
FoateT Lt HAIHD HD A5ET nae " HHETE W1y
A% 6T aan " MHETE A1 GhiET P I MJIHI 'da
6hif] fgag HHETE W1y
TL AnTHs o 1531 : ;
.amn IUTL - 3ANTHA 298 - 483l
[4p he/22/ha AR .
hishon-o9 NS AEES 13000 ZH qmw\u%w was2z/ha

1

HIZATHHY TToH03TIY HAZNTIROLNI

NI TWD

hiGhea-99 NS GAAS 1300W 24
HIZATHHY TOHOOTY — MIZATIROLINI
ek : INI IWD




EXHIBIT P

THIS REPORT PREPARED PURSUANT TQ DUTY IMPOSED BY
A.A.C. R9-14-404(7)

ARIZONA DEPARTHENT OF HEALTH HERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000% /@h

ETANDARD CALIEBRATION CEECK PROCEDURE

ngerﬂy Tucson DPoligce Nepartment Date ﬁi;ngiﬂﬁ Time fi55ifl
Intoxilyzer Serialffée” 005@:’?!’?*‘!@1.@@/_1% i

QA Specialist LAene Dord A @35!?
(Print Name)
tig* 1. Pour a standard alcoheol soluticn of knawn value into a

clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.
Standard value: 0.8§7 AC

) Turn on the simulator and allow the temperature to

reach 34°C+.2°%C.

(%3 3. Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #£9 on or selecting "o
on keyboard menu.

(%} 4. Attach simulator to the simulator entrance port on the
Intoxilyzer,

b

0T 5. Intoxilyzer 5000 display reads "READY TO START" or

WPUSH: BIWFTTENIY.
§. Push Start Test button or press enter on keyboard.
whlmed 7. Insert card in response to display.
§. Air blank completed.
9. Calibration check completed.
Test results 0.0F7F «-poFd3F ac

Sot£5) 10. Air blank completad.
Hq%{&4gsf—i1. When display reads Test Complete remove ewvidence card.

Attach the card to the completed checklist.

(FcT 12. Return mode selection switch #9 to off position after
all calibration checks are complete or type Q and enter
on keyboard.

SIGHATURE HM /(Q—ﬁ))gzz.,_

*WITH QR WITHOOUT VAPOR RECIRCULATION AND WITE QR WITHOUT XEYEBOARD

DHS/DSLS/Form C118 (Rev.7-91)




